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Abstract. Condensation particle counters (CPCs) are crucial
instruments for detecting sub-10 nm aerosol particles. Under-
standing the detection performance of a CPC requires thor-
ough characterization under well-controlled laboratory con-
ditions. Besides the size of the seed particles, chemical in-
teractions between the working fluid and the seed particles
also influence the activation efficiencies. However, common
seed particle materials used for CPC characterizations are
not chosen with respect to chemical interactions with vapor
molecules of the working fluid by default. Here, we present
experiments on the influence of the seed particle material on
the detection efficiencies and the 50 % cutoff diameters of
commonly used CPCs for the detection of sub-10 nm parti-
cles. A remarkable set consisting of six different and com-
mercially available particle detectors, including the newly
developed TSI V-WCPC 3789 and a tuned TSI 3776, was
tested. The corresponding working fluids of the instruments
are n-butanol, diethylene glycol and water. Among other ma-
terials we were able to measure detection efficiencies with
nanometer-sized organic seed particles reproducibly gener-
ated by the oxidation of β-caryophyllene vapor in a flow
tube. Theoretical simulations of supersaturation profiles in
the condensers were successfully related to measured detec-
tion efficiencies. Our results demonstrate the importance of
chemical similarities between seed particles and the working
fluids used when CPCs are characterized. We anticipate our
study to contribute to a deeper understanding of chemical in-
teractions during heterogeneous nucleation processes.
1 Introduction
Ultrafine aerosol particles (< 100 nm) might cause severe ef-
fects on human health (Pedata et al., 2015) and impact the
global climate through the aerosol indirect effect (Bauer and
Menon, 2012; Albrecht, 1989). In the atmosphere, aerosol
particles have primary and secondary sources. Secondary
particles form when gaseous precursors oxidize to low-
volatility compounds, which at high enough abundances can
form molecular clusters. Clusters grow by condensation into
the nucleation- and Aitken-mode size range and eventually
reach sizes at which they can act as cloud condensation nu-
clei (CCN). A detailed understanding of the mechanisms
leading to aerosol formation and growth, i.e., new particle
formation (NPF; Nieminen et al., 2018), requires the care-
ful measurement of particles in the cluster–particle transi-
tion and nucleation-mode size regime. Quantitative measure-
ments of aerosol particles in the size range 1–10 nm remain
a major challenge for the understanding of the mechanisms
responsible for NPF.
Condensation particle counters (CPCs), which opti-
cally detect nanometer-sized particles after condensational
growth, are state-of-the art instruments for particle measure-
ments in the sub-10 nm size regime. Since the introduction
of Aitken’s “dust counter” towards the end of the 19th cen-
tury (Aitken, 1888), particle counters capable of detecting
smaller and smaller aerosol particles have been developed
(Stolzenburg and McMurry, 1991; Seto et al., 1997; Gamero-
Castaño and Fernández de la Mora, 2000; McMurry, 2000;
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Sgro and Fernández de la Mora, 2004; Vanhanen et al., 2011;
Kangasluoma and Attoui, 2019). Thus, CPCs are used in
many different fields, including atmospheric studies (Brilke
et al., 2020a), the characterization of combustion processes
(Giechaskiel et al., 2009), monitoring occupational health
hazards (Gao et al., 2019) and clean-room monitoring sys-
tems (Ahonen et al., 2017).
CPCs are based on two fundamental processes: heteroge-
neous nucleation and subsequent condensational growth. The
seed particles are mixed with a condensable vapor, followed
by a rapid temperature change, leading to vapor supersatu-
ration, particle activation by heterogeneous nucleation and
subsequent condensational growth. The seed particles grow
to sizes large enough that they can be detected optically. This
process can be achieved by different working fluids such as
n-butanol, water or diethylene glycol (DEG), which are com-
monly used in commercial instruments. Previous research
has shown that the molecular weight and the surface tension
of the working fluid have an impact on particle activation
(Iida et al., 2009; Magnusson et al., 2003). Higher molecular
weights and higher surface tensions allow for the activation
of smaller particles.
The detection performance of CPCs is commonly quanti-
fied by the 50 % cutoff diameter (dp, 50). The total detection
efficiency of a CPC, ηtot(dp), is given by the following rela-
tion (Stolzenburg and McMurry, 1991):
ηtot(dp)= ηs(dp) · ηa(dp) · ηd(dp). (1)
Here, ηs(dp) is the sampling efficiency accounting for the
particle losses inside the instrument. ηa(dp) corresponds to
the activation efficiency of the seed particles by heteroge-
neous nucleation, and ηd(dp) is the detection efficiency of
the particles in the optical system.
Heterogeneous nucleation processes are influenced by the
physicochemical properties of the seed particles. If the seed
particle is entirely soluble in the condensing liquid, Köh-
ler theory (Köhler, 1936) can describe the activation behav-
ior. If the seed is insoluble, heterogeneous nucleation the-
ory (Fletcher, 1958) is applicable. Other relevant seed par-
ticle properties for their activation are size, shape, wettabil-
ity and charging state (Kupc et al., 2013b). Previous studies
have shown that the charging state of the seed particles might
also have an influence on their respective detection efficien-
cies (Kangasluoma et al., 2016; Winkler et al., 2008). Chem-
ical processes on the molecular level mediate particle acti-
vation, including interactions related to the chemical compo-
sition of the seed particles and the molecules of the work-
ing fluids (Tauber et al., 2019a; Kangasluoma et al., 2016;
Petäjä et al., 2006). Previous research has identified poten-
tial molecular characteristics that act as docking stations to
the seed particle. These docking stations are polar groups,
like –OH (Li and Hogan, 2017). The distribution of polar
groups, in general, defines the chemical polarity of a vapor
molecule. A table summarizing the relevant physical prop-
erties of the working fluids can be found in the Supplement
(Table S1). Furthermore, it has been shown that the activation
probability is influenced by the supersaturation occurring in
the condenser of the CPC and the working fluid used (Iida
et al., 2009; Wimmer et al., 2013). As a result the combina-
tion of CPCs based on different working fluids might even
provide information concerning the chemical composition of
the seed particles by showing differing detection efficiencies
(Kulmala et al., 2007; Kangasluoma et al., 2014). Addition-
ally, previous studies have shown that the detection efficiency
of CPCs for sub-2 nm particles can be improved by tuning the
instrument settings (Barmpounis et al., 2017; Attoui, 2018).
Here we present the results of studying the effect of the
working fluid on the activation efficiencies with respect to
various seed particle compositions. The broad array of inves-
tigated particle detectors was composed of n-butanol-based
CPCs (TSI 3772, TSI 3776 and Airmodus A20), water-based
CPCs (TSI 3788 and V-WCPC 3789) and a DEG-based
booster stage (TSI 3777). The experiments have been per-
formed under reproducible laboratory conditions and provide
further insights into particle activation in CPCs.
2 Experimental methods
A schematic of the experimental setup is displayed in Fig. 1.
The counting efficiencies of the CPCs were measured us-
ing four different types of seed particles generated from
sodium chloride (NaCl, pro analysi, Merck KGaA, Darm-
stadt, Germany), silver (Ag, wool for elemental analysis,
CAS no.: 7440-22-4, Merck KGaA, Darmstadt, Germany),
ammonium sulfate ((NH4)2SO4, pro analysi, Merck KGaA,
Darmstadt, Germany) and β-caryophyllene (C15H24, BCY,
≥ 80 %, CAS no.: 87-44-5, Sigma Aldrich, St. Louis, USA).
To avoid a possible influence of the relative humidity of the
carrier gas on the detection efficiency (Tauber et al., 2019a;
Kangasluoma et al., 2016), synthetic air (ALPHAGAZ 1 Air,
99.999 % (5.0), H2O< 3.0 ppm mol−1, Air Liquide) was
used as a carrier gas and the aerosol was generated in dry
conditions in all measurements. Sodium chloride, silver and
ammonium sulfate particles were produced in a tube furnace
(Scheibel and Porstendorfer, 1983) manufactured by Carbo-
lite Gero GmbH & Co. KG, Germany. The particle mate-
rial is put onto a crucible and inserted into the cylindrical
furnace. The material evaporates in the heated furnace, and
rapid cooling downstream of the heated section leads to par-
ticle formation. Table S2 contains the approximate furnace
temperatures for different seed particle materials.
Subsequent to the aerosol generator, a dilution flow of
synthetic air is joined with the aerosol flow. A soft X-ray
charger (TSI 3088 Advanced Aerosol Neutralizer) is used to
achieve a steady-state charge distribution for the analyzed
aerosol flow. In the next step, the aerosol enters a custom-
made Vienna-type differential mobility analyzer (DMA, as
presented in Winkler et al., 2008, and referred to as nano-
DMA; see the Supplement), where particles are selected ac-
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Figure 1. Schematic of the experimental setup: the figure shows a schematic of the experimental setup that was used to measure the detection
efficiency of the ultrafine particle counters. A Faraday cup electrometer was used as a reference. C15H24Ox seeds were generated using BCY
(BC), an ozone generator (OG) and a flow tube. The curved arrows mark the sheath air cycle. Panel (a) shows the setup for the measurements
involving just CPCs. Due to the higher aerosol inlet flow rate of the TSI 3777 the setup was modified (b).
cording to their electrical mobility. The electrical mobility di-
ameters of the selected particles range between 1 and 25 nm.
According to Flagan (1999), the flow rate ratio δ defines the
limiting resolution in the absence of diffusion when the DMA
flows are balanced and is given by the sum of the aerosol in-
let flowQa and the sample outlet flowQs divided by the sum





The limiting resolution throughout our experiments is there-
fore approximated by 0.15. It is important to note that in the
1–2 nm size range diffusional broadening can degrade the
DMA resolution (Jiang et al., 2011). The selected aerosol
might be polydisperse and the selected particle diameter
must be seen as an average diameter with an envelope (see
Fig. S1). In our study this envelope is given by ±0.5 nm
based on a maximum uncertainty approximation by taking
into account the results of Reischl et al. (1997). The diffu-
sional broadening of the transfer function of the nano-DMA
between 1 and 5 nm was also presented by Winkler et al.
(2008). In their study the authors calculated a geometric stan-
dard deviation of approximately 1.07 for a size-classified out-
put aerosol composed of particles with a mean diameter of
1 nm. By applying positive voltage to the nano-DMA, parti-
cles with negative charge were selected. Negatively charged
particles of the same composition are assumed to achieve
higher activation efficiencies at small sizes independently of
the CPCs used (Kangasluoma et al., 2016; Winkler et al.,
2008) and are thus preferred for applications in size dis-
tribution measurements down to particles as small as 1nm.
Previous studies on the counting efficiency of CPCs involv-
ing sub-2 nm particles were conducted using high-resolution
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DMAs (Attoui and Kangasluoma, 2019). In order to assess
the suitability of the nano-DMA used for seed particles with
diameters smaller than 2 nm, previous measurements of neg-
atively charged Ag and NaCl seeds using a tuned TSI 3776,
the TSI 3777 and a high-resolution DMA (UDMA) (Steiner
et al., 2010) were used. Parts of the results and the experi-
mental setup used were published by Brilke et al. (2020b).
The results of the comparison are displayed in the Supple-
ment.
A flow unit, including a total particle filter and a silica
gel dryer, maintains a sheath airflow rate of 19.5 L min−1
(see Fig. 1a) or 33.0 L min−1 (see Fig. 1b), respectively, in
the DMA. The silica gel was exchanged frequently in or-
der to maintain a dry sheath air cycle (closed-loop system).
Downstream of the DMA the aerosol is evenly distributed
among a CPC and a Faraday cup electrometer (TSI 3068B
Aerosol Electrometer) using a T junction. The flow rates
were adjusted and monitored using a TSI 4140 mass flowme-
ter. For the measurements with the DEG-based booster stage,
a different flow setup was used due to the higher inlet flow
rate of the instrument (see Fig. 1b). Accordingly, the tube
furnace was operated with 2.5 L min−1 of synthetic air and
the aerosol inlet flow of the nano-DMA was increased to
5.0 L min−1. Consequently, the setup used for the generation
of seed particles based on NaCl, Ag and (NH4)2SO4 bears
a close resemblance to the setup described in Kangasluoma
et al. (2013), wherein the authors also present mass spectra of
furnace-generated clusters. The study by Kangasluoma et al.
(2013) can be used to infer the chemical composition of some
of the seed particles used in this study.
Particles consisting of oxidized β-caryophyllene
(C15H24Ox , BCYOx) were produced in a flow tube
(Hearn and Smith, 2006). The seeds were produced by
evaporating BCY into a clean airstream and subsequently
mixing it with ozone, allowing the ozonolysis reaction
to take place inside the flow tube. Ozone was generated
using a custom-made ultraviolet (UV) lamp with adjustable
intensity. An intensity–ozone calibration was performed
prior to the experiments with an ozone monitor (Ther-
moFisher Scientific, model i49), suggesting that the ozone
concentrations were in the range of 100–500 ppb. The mode
diameter of the resulting size distribution can be shifted by
varying the length of the reaction path of the flow tube using
an adjustable piston and thus the reaction time of the organic
compounds. The diameter of the flow tube used was 0.05 m,
and the length of the reaction path was varied between 0.1
and 0.4 m. The temperature of the BCY evaporator was kept
at 283.15 K.
The CPCs used and the booster stage are presented in Ta-
ble 1. All particle counters are based on the laminar-flow
principle and have 50 % cutoff diameters below 10 nm ac-
cording to the manufacturers. Here, it should be noted that
the TSI 3789 was operated in the 2 nm mode for all experi-
ments. The 2 nm mode is the default setting by the manufac-
turer for low-cutoff measurements based on calibrations with
Table 1. Instrumentation used: the table shows the particle counters
used, including their model numbers, the working fluids used and
the 50 % cutoff diameter as stated by the manufacturers.
Manufacturer Model Working fluid dp,50
(nm)
TSI 3776 n-butanol 2.5
TSI 3772 n-butanol 10.0
TSI 3788 water 2.5
TSI 3789 water 2.2
TSI 3777 DEG 1.4
Airmodus A20 n-butanol 7.0
sucrose. The n-butanol- and DEG-based instruments imple-
ment a typical architecture consisting of a heated saturator
and a cooled condenser. In the case of the TSI 3772 and the
Airmodus A20 the entire aerosol flow reaches the heated sat-
urator. The TSI 3776 and TSI 3777 are additionally equipped
with a capillary regulating the aerosol flow (Stolzenburg and
McMurry, 1991). This capillary–sheath layout helps to keep
the aerosol flow centered and enhances the detection effi-
ciency by achieving a higher and sharper supersaturation
profile within the condenser and reducing diffusional losses
(Stolzenburg and McMurry, 1991). In the case of the water-
based TSI 3788 a cooler conditioner is followed by a heated
growth tube (Hering et al., 2005). Here, the aerosol flow is
first cooled and then enters a heated region of supersaturated
vapor. The temperatures of the sections have to be switched
due to the higher diffusion coefficient of water compared to
heat transfer. Lastly, the TSI 3789 (V-WCPC 3789) is based
on a three-step principle: a cool conditioner, a warm initia-
tor and a cooler moderator (Hering et al., 2017). The mod-
erator is necessary for removing water vapor and heat while
maintaining supersaturated conditions (Hering et al., 2019).
In contrast to the TSI 3788, the TSI 3789 is not based on a
capillary–sheath layout.
By changing the internal settings of three selected CPCs,
the 50 % cutoff diameters were pushed to smaller sizes us-
ing BCYOx particles. In the case of the TSI 3777 and the
TSI 3789, the boosting was achieved by changing the tem-
perature settings. In the case of the tuned TSI 3776 (denoted
as TSI 3776T ), the internal flows were also adjusted. The
valve regulating the sheath airflow is adjusted such that the
sample flow rate of the CPC increases to 2.5 L min−1 (Barm-
pounis et al., 2017; Brilke et al., 2020b).
The detection efficiency η is determined by comparing the
particle number concentration measured by a CPC, NCPC, to






After the tube furnace had reached a stable state, the num-
ber concentrations were simultaneously measured for 45 s.
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An uncertainty analysis of measurement data was performed
according to the rules of Gaussian error propagation.
3 Results and discussion
3.1 Composition-dependent counting efficiencies
Figure 2 shows the detection efficiencies measured with two
CPCs (TSI 3776 and TSI 3789) and the CPC–conditioner
combination (TSI 3777 and TSI 3772). The abscissa is kept
between 1 and 10 nm in order to set focus on the differ-
ences between the seed particles used. The detection effi-
ciency shows a clear dependence on the seed particle com-
position and the working fluid. The smallest 50 % cutoff di-
ameters using the DEG-based TSI 3777 were accomplished
by using NaCl and (NH4)2SO4 seeds. Both seed particles
showed a 50 % cutoff diameter of 1.6± 0.2 nm. In the case
of the TSI 3776, BCYOx seeds were found to have the
smallest 50 % cutoff diameter of 2.8± 0.3 nm. Lastly, NaCl
and (NH4)2SO4 seeds exhibited the smallest 50 % cutoff
diameter using the TSI 3789 (2.3± 0.1 nm). Interestingly,
the TSI 3777 shows a significant difference between the
activation of ionically bound (and polar) salts (NaCl and
(NH4)2SO4) and less polar seed particles (Ag and BCYOx):
the polar compounds are activated at smaller diameters com-
pared to the nonpolar ones. In the case of the TSI 3776 the
detection efficiency curves are very similar for all seed parti-
cles, except for NaCl. The related detection efficiency curve
is shifted towards larger diameters. The water-based CPC
shows a much smaller 50 % cutoff diameter for NaCl and
ammonium sulfate compared to the butanol-based counter
(2.30± 0.12 nm vs. 4.08± 0.51 nm for NaCl). Overall, the
difference between the smallest and the largest 50 % cutoff
diameter is approximately 1 nm for all three CPCs.
The measured detection efficiency curves show the follow-
ing two features: (i) the slopes corresponding to the DEG-
based TSI 3777 are steeper compared to the n-butanol-based
TSI 3776 and the water-based TSI 3789. (ii) The counting ef-
ficiency of the TSI 3776 and the TSI 3777 reaches 1 around
10 nm in both cases. In contrast, the detection efficiency of
the TSI 3789 reaches 1 at about 20 nm (see Figs. S2 and S3).
3.2 Comparison of the water-based CPCs
Subsequently, the two investigated water-based CPCs were
directly compared to each other. Figure 3 shows a direct
comparison of the detection efficiency curves for the two
different water-based CPCs (TSI 3788 and TSI 3789). The
TSI 3788 shows almost identical curves for NaCl and am-
monium sulfate, with a 50 % cutoff diameter of 2.2± 0.1 nm
for ammonium sulfate, while the curves for the less polar
compounds (BCYOx and Ag) are shifted by approximately
1 nm (see Fig. 3a). The TSI 3789, on the other hand, shows
a different kind of compound dependence, since the detec-
tion efficiency curves for polar and less polar seeds are not
separated as clearly. All 50 % cutoff diameters range from
2.3 to 3.4 nm and are similar to the cutoff diameters of the
TSI 3788, with NaCl having the lowest dp, 50 and BCYOx
having a rather high dp, 50. The curves measured with the
TSI 3788 are steeper compared to the TSI 3789. As shown in
Fig. 3c, the lower detection efficiencies for the TSI 3789 be-
low 10 nm are due to higher internal losses compared to the
TSI 3788. This behavior is most probably linked to the fact
that the TSI 3789 is not based on a capillary–sheath layout.
The upper curve shows the detection efficiency corrected for
diffusional losses in the inlet and conditioner according to
Gormley and Kennedy (1948) for Ag seeds. The corrected
detection efficiency curves of the other seeds are presented
in the Supplement (see Fig. S5).
3.3 Comparison of the n-butanol-based CPCs
Figure 4 shows the direct comparison of the butanol-based
CPCs. Three out of the four butanol-based CPCs, i.e., the
TSI 3772, the TSI 3776 and the Airmodus A20, show the
expected activation pattern: BCYOx and Ag seeds are ac-
tivated at smaller diameters compared to (NH4)2SO4 and
NaCl seeds. The Airmodus A20 reaches its plateau at de-
tection efficiency values of about 0.9 at 20 nm.
The TSI 3776T barely shows a composition dependence
of the 50 % cutoff diameters, thereby confirming the results
of Brilke et al. (2020b) for Ag seeds. There is no significant
difference between the smallest and the largest 50 % cutoff
diameters, which are centered around 2.1 nm. The detection
efficiency curves are steep and already reach plateau levels
of 1 at 4.5 nm.
3.4 50 % cutoff diameters
Figure 5 summarizes the 50 % cutoff diameters measured
with the aforementioned instruments operated at standard
settings. The discussed dependence of the detection efficien-
cies on the working fluids and the seed particle compositions
can be seen clearly. The DEG-based TSI 3777 and the two
water-based CPCs (TSI 3788 and TSI 3789) show the small-
est 50 % cutoff diameters for polar NaCl and ammonium
sulfate seeds. The n-butanol-based CPCs activate less polar
BCYOx seeds at the smallest 50 % cutoff diameters. Addi-
tionally, our results clearly show that the dependence of the
detection efficiency on the seed particle material also influ-
ences CPCs with 50 % cutoff diameters larger than 5 nm as
the absolute shifts in the diameters get larger for these mod-
els. This applies for the Airmodus A20 and the TSI 3772.
3.5 Effect of instrument boosting
As the internal temperature settings in all CPCs used in this
work can be adjusted by the customer, a set of experiments
was performed to test the instruments with different temper-
ature settings (see Fig. 6). The tests were done using BCYOx
seed particles, and the tested CPCs were the butanol-based
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Figure 2. Detection efficiencies and working fluids: the figure shows the detection efficiencies for different seed particle materials as a
function of the electrical mobility equivalent diameter. Different colors correspond to different seed particles, and every plot is related to a
different working fluid: n-butanol (a), DEG (b) and water (c).
Figure 3. Detection efficiencies of the water-based CPCs: the figure shows the detection efficiencies as a function of the electrical mobility
equivalent diameter. Panel (a) corresponds to the TSI 3788, and panel (b) shows the data measured with the TSI 3789. Panel (c) displays the
data set for Ag that has been corrected for diffusion losses; panels (a, b) show uncorrected data.
TSI 3776, the DEG-based TSI 3777 and the water-based
TSI 3789. In the case of the TSI 3777 and the TSI 3789,
only the temperatures were adjusted, and for the TSI 3776
the flows were also changed (TSI 3776T ; see Table 2 for
tuned settings). The adjustment of the temperatures did not
increase the background count rate of the instruments. The
results are shown in Fig. 6. For all tested CPCs, the 50 %
cutoff diameters could be reduced (see Table 3). The shapes
of the curves did not show any significant change except
for the TSI 3776T , which is due to a change in the internal
flow rates, leading to reduced diffusion losses at the instru-
ment’s inlet. As a result, the overall counting efficiency is
enhanced and exhibits a steeper slope. The 50 % cutoff di-
ameter could be lowered by approximately 35 % in the case
of the TSI 3776, TSI 3777 and TSI 3789. Figure 6a shows the
effect of changing the temperature settings and the inlet flow
of the TSI 3776. The effect of just changing the temperature
settings is shown in Fig. 6b and c (TSI 3777 and TSI 3789).
3.6 Discussion of the measurement results
The results of the performed measurements show that chem-
ical similarities between the seed particle material and the
working fluids influence the detection efficiencies of CPCs.
As a rule of thumb, compounds of similar chemical structure
dissolve more easily.N -butanol is a rather nonpolar fluid and
interacts more strongly with particles of nonpolar substances.
In contrast, water and DEG are highly polar fluids, and am-
monium sulfate and NaCl are ionic compounds. Therefore, it
is expected that ionic compounds such as NaCl and ammo-
nium sulfate easily dissolve in the polar working fluids and
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Figure 4. Detection efficiencies of the butanol-based CPCs: the figure shows the detection efficiencies as a function of the electrical mo-
bility equivalent diameter. Every plot corresponds to a different butanol-based CPC: TSI 3772 (a), TSI 3776 (b), Airmodus A20 (c) and
TSI 3776T (d).
Table 2. Temperature settings: the table summarizes the standard temperature settings according to the user manuals of the particle counters
and the empirically derived tuned temperature settings (see also Brilke et al., 2020b).
Instrument TCondenser TSaturator TOptics TConditioner TInitiator TCabinet
Standard T settings (◦C)
TSI 3776 10.0 39.0 40.0 – – –
TSI 3789 – – 40.0 7.0 90.0 15.0
TSI 3777 12.0 62.0 – – – –
Tuned T settings (◦C)
TSI 3776T 1.1 33.1 34.1 – – –
TSI 3789T – – 40.0 2.0 95.0 23.0
TSI 3777T 12.0 68.0 – – – –
that the less polar BCYOx and Ag particles interact more
strongly with the nonpolar n-butanol. These chemical sim-
ilarities of the seed and working fluid are indeed reflected
in the counting efficiencies: the 50 % cutoff diameters of the
ionic seeds are smaller when measured with the TSI 3789
or TSI 3777. On the other hand, the 50 % cutoff diameters
of Ag and BCYOx seeds are smaller when measured with
a butanol-based CPC (see Figs. 2–4). This different activa-
tion behavior also requires different theoretical approaches:
while particle activation of two soluble compounds can be
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Figure 5. The 50 % cutoff diameters for different working flu-
ids: the figure shows the 50 % cutoff diameters measured with the
TSI 3776, Airmodus A20, TSI 3772, TSI 3777, TSI 3788 and
TSI 3789. Different colors correspond to different seed particle
compositions.
described by Köhler theory (Köhler, 1936), the Fletcher the-
ory of heterogeneous nucleation (Fletcher, 1958) needs to be
applied when the seed particle is not entirely soluble in the
working fluid (Giechaskiel et al., 2011).
Additionally, the detection efficiency of the instruments
is influenced by technical factors. The TSI 3776 and the
TSI 3777 are based on a capillary–sheath layout. As a re-
sult, particle losses due to diffusion are smaller and the de-
tection efficiencies reach higher values at smaller diameters
compared to the TSI 3789 (see Fig. 2). Additionally, the de-
tection efficiency curves become steeper.
By changing the temperature settings, higher peak satura-
tion ratios are achieved, leading to smaller 50 % cutoff di-
ameters (see Fig. 6). The chosen settings increase the tem-
perature difference between the cooled and heated regions
inside the instruments, while simultaneously avoiding sig-
nificant homogeneous nucleation. Homogeneous nucleation
inside the instrument is tested by connecting a total parti-
cle filter to the inlet and verifying that no signal is detected.
As shown by Tauber et al. (2019b), lowering the operating
temperatures of a TSI 3776 by keeping the temperature dif-
ference between the saturator and condenser constant leads
to an elevated saturation ratio profile in the condenser tube.
Furthermore, the interpretation of the results of seed parti-
cles with diameters< 2 nm is restricted to the knowledge of
the exact composition of the seed particle material and can-
not be extended to the composition of the produced aerosol
particles. Previous research has shown that the use of tube
furnaces and aerosol chargers based on radioactivity causes
Table 3. Summarized 50 % cutoff diameters: the table shows the
measured 50 % cutoff diameters for the four different seed particle
materials and for every particle counter in use.
Seed Working Instrument dp,50 1dp,50
fluid (nm) (nm)
NaCl n-butanol TSI 3776 4.0 0.4
TSI 3776T 2.2 0.2
TSI 3772 10.0 1.0
A20 7.6 0.8
water TSI 3788 2.1 0.1
TSI 3789 2.3 0.1
DEG TSI 3777 1.6 0.3
Ag n-butanol TSI 3776 3.0 0.3
TSI 3776T 2.0 0.2
TSI 3772 8.8 1.0
A20 6.2 0.6
water TSI 3788 4.2 0.2
TSI 3789 2.7 0.1
DEG TSI 3777 2.5 0.3
(NH4)2SO4 n-butanol TSI 3776 3.1 0.4
TSI 3776T 2.0 0.2
TSI 3772 9.9 1.2
A20 7.1 0.7
water TSI 3788 2.2 0.1
TSI 3789 2.3 0.2
DEG TSI 3777 1.6 0.3
C15H24Ox n-butanol TSI 3776 2.8 0.3
TSI 3776T 2.1 0.2
TSI 3772 6.7 0.7
A20 4.7 0.5
water TSI 3788 3.9 0.2
TSI 3789 3.4 0.2
TSI 3789T 3.1 0.2
DEG TSI 3777 2.7 0.3
TSI 3777T 2.3 0.3
impurities in the produced aerosol particles (Steiner et al.,
2014; Maißer et al., 2015).
Tauber et al. (2019a) presented results of detection effi-
ciency measurements from the TSI 3776 using Ag and NaCl
seeds. Our results for Ag and NaCl are in perfect agreement
with the results for a dry aerosol flow of Tauber et al. (2019a).
As Brilke et al. (2020b) highlight, there is no composition
dependence of the detection efficiencies of the TSI 3776T .
The 50 % cutoff diameters for negatively charged Ag seeds
presented by the authors are also confirmed by our mea-
surements. We report the same 50 % cutoff diameters for
the TSI 3776T and (NH4)2SO4 as reported by Kangaslu-
oma et al. (2016), who also used a tuned TSI 3776. We con-
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Figure 6. Detection efficiencies of the tuned instruments: the figure shows the detection efficiencies for BCYOx seeds as a function of the
electrical mobility equivalent diameter. The green lines correspond to the standard settings, and the orange lines correspond to the tuned
settings. Every plot shows data from a different instrument: TSI 3776 (a), TSI 3777 (b) and TSI 3789 (c).
firm that the discussed trend of smaller 50 % cutoff diame-
ters when using CPCs based on water and DEG (with DEG
being linked to the smallest one) is backed by our results.
Kupc et al. (2013a) performed a laboratory characterization
of the TSI 3788 and compared the results to the TSI 3776.
The seed particles used also include negatively charged NaCl
seeds. The 50 % cutoff diameters for positively charged NaCl
measured with the TSI 3788 are in good agreement, but we
report distinctly larger 50 % cutoff diameters for positively
charged NaCl measured with the TSI 3776. In their pub-
lication about DEG-based particle counters, Wimmer et al.
(2013) present 50 % cutoff diameters for negatively charged
(NH4)2SO4 seeds. The results of our study also support these
measurements.
3.7 Supersaturation profiles
To confirm our measurement results regarding the cutoff di-
ameters with theoretical calculations, we simulated the max-
imum supersaturations for the three butanol-based CPCs
(TSI 3776, TSI 3776T and TSI 3772). The supersaturations
in the Airmodus A20 were provided by the manufacturer.
Measurements of neutral Ag seeds performed with a size an-
alyzing nuclei counter (SANC; Tauber et al., 2019a; Wagner,
1985) were used to correctly simulate the maximum super-
saturation that seed particles were exposed to (Tauber et al.,
2019b). Therefore, we evaluated the heat and mass transfer
for a fully developed laminar flow with no mixing accord-
ing to Stolzenburg and McMurry (1991). The original ge-
ometry was transformed to a circular tube to solve the equa-
tions with constant boundary conditions (constant tempera-
tures; Eckert and Drake, 1972). For the flow a parabolic ve-
locity flow profile was considered and used to simulate the
convective–diffusive heat and mass transfer for the simula-
tion domain following Tauber et al. (2019b). The results are
presented in Table 4, showing the calculated corresponding
minimum diameters that can be activated. The highest super-
saturations (Smax=4.61) are reached in the TSI 3776T , and
Table 4. Calculated supersaturation ratios: the table shows the re-
sults of the modeling of the supersaturation profiles of four different
particle counters. The maximum supersaturation ratio is related to




TSI 3776 3.43 2.20
TSI 3776T 4.61 1.80
TSI 3772 1.68 5.40
Airmodus A20 1.93 4.20
particles are exposed to the lowest supersaturations in the
TSI 3772 (Smax = 1.93), as expected according to our cal-
culations.
We correlated the measured 5 % cutoff diameter with the
diameters that can be theoretically activated (dTp, 0). The com-
parison was done for silver particles. In the theoretical calcu-
lations neutral particles were used, whereas in the case of the
measurements we used negatively charged silver particles.
Figure 7 shows a remarkable correlation between the theory
and the measurements, resulting in an R2 of 0.98. In the case
of the smallest diameter, the calculated diameter is 1.8 nm
and the measured one is 1.5±0.2 nm. This deviation is most
likely due to the charge effect (Tauber et al., 2018). We are
therefore able to correctly predict the onset of detection in
CPCs from simulated supersaturation profiles; this implies
that we can infer the maximum supersaturation inside the
condenser for specific CPCs, which was generally unknown
for most CPCs so far. Calculated supersaturation profiles can
be found in the Supplement (see Figs. S6 and S7).
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Figure 7. Theoretical diameters: the figure shows the theoretically
minimal diameters necessary for particle activation of neutral silver
seeds as a function of the measured 5 % cutoff diameter for nega-
tively charged silver seeds. Every color corresponds to a different
particle counter. Data points on the dashed line stand for the equal-
ity of the theoretical and measured diameters.
4 Conclusions
The effect of the chemical composition of seed particles on
the detection efficiency in commonly used CPCs based on
different working fluids was investigated. These characteri-
zations included organic seed particles that were generated in
a controlled way. We present the first characterization mea-
surements of the newly developed TSI 3789 using seed par-
ticles with diameters between 1 and 25 nm. Furthermore, the
onset of detection in CPCs was successfully and correctly
predicted based on simulated supersaturation profiles.
Chemical similarities between the seed particle material
and the working fluids used have been found to have an im-
pact on the detection efficiency of CPCs. It has been shown
that shifts in the detection efficiencies also occur for CPCs
with 50 % cutoff diameters larger than 5 nm. Additionally, it
was confirmed that the detection efficiency can be improved
by changing the temperature and flow rate settings of the in-
struments. Remarkably, the TSI 3776 also did not show any
shifts in the detection efficiency for NaCl, (NH4)2SO4 and
BCYOx seeds when operated using the tuned settings. This
behavior is linked to the higher saturation ratio after tuning
the CPC. The saturation ratio might be high enough that dif-
ferences in the detection efficiencies of different seed parti-
cles no longer occur.
Consequently, we conclude that the 50 % cutoff diameter
as the sole parameter is not sufficient to characterize the de-
tection efficiency of a CPC. Shifts of the detection efficiency
and curve shapes are influenced by the aforementioned inter-
actions. We recommend that CPC characterizations be per-
formed using various polar and less polar seed particles, in-
cluding Ag seeds, in order to correctly present the detec-
tion efficiency of a CPC. The chemical composition of the
measured aerosol particles should be considered when in-
struments are calibrated. The authors recommend following
the calibration standard based on Ag seeds, introduced by
Wiedensohler et al. (2018), when a variety of seed particle
materials is not at hand. In the future, measurements of the
activation efficiency with Ag could then be used to infer the
achieved supersaturation in the CPC. Subsequent compar-
isons to further SANC measurements with other seed mate-
rials (e.g., NaCl; Tauber et al., 2019b) then allow researchers
to infer the corresponding counting efficiencies. Future re-
search needs to focus on the extension and verification of the
presented results for sub-2 nm particles with known compo-
sition. Hence, the presented study suggests a novel and im-
proved approach to determining the counting efficiencies of
CPCs when a calibration with a variety of seed particles is
not available.
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